A dual-frequency ultrasound transducer (DFUT) is usually preferred for its numerous advantageous applications, especially in biomedical imaging and sensing. However, most of DFUTs are based on the combination of fundamental and harmonic operations, or integration of multiple different single-frequency ultrasound transducers, hindering perfect beam alignment and acoustic impedance matching. A novel single-element DFUT has been proposed in this paper. A small piezoelectric membrane is used as the high-frequency ultrasound transducer, which is stacked on a large non-piezoelectric elastic membrane with a groove used as the low-frequency capacitive ultrasound transducer. Such a capacitive-piezoelectric hybrid structure is theoretically analysed in details, based on the electrostatic attraction force and converse piezoelectric effect. Both the low and high resonance frequencies are independently derived, with a maximum deviation of less than 4% from the finite element simulations. Besides, a lumped-parameter equivalent circuit model of combining both the capacitive and piezoelectric ultrasound transducers was also described. Based on our dual-frequency structure design, a high-to-low frequency ratio of about 2 to more than 20 could be achieved, with easy and independent controllability of two frequencies, and the high-frequency operation shows at least an order-of-magnitude displacement sensitivity improvement compared with the conventional harmonic operations.
Introduction
Benefiting from deep penetration and high resolution, dual-frequency ultrasound transducers (DFUTs) have been studied in recent years for applications in medical therapy and imaging, such as non-destructive testing, transdermal drug release, photoacoustic imaging, and acoustic cavitation enhancement [1] [2] [3] [4] [5] . In order to achieve a dual-frequency ultrasound operation, so far there are four main approaches: (1) interleaving two different single-frequency elements in the horizontal plane of one chip [6] [7] [8] [9] , (2) stacking two different single-frequency elements in the vertical plane of one chip [10] [11] [12] [13] [14] , (3) combining the thickness-bending (TB) and thickness-expansion (TE) modes in one transducer element [15] , and (4) combining the fundamental and harmonic/superharmonic vibration modes in one transducer element [16] [17] [18] . In general, the first two DFUT configurations typically tend to be adopted because of their advantages in individual optimization for each frequency band and low coupling between the adjacent elements. What's more, an accurate mathematical model for the DFUT is preferably required to explore the two operating frequencies and guide for the structure design. Although massive theoretical models have been reported for pure PMUTs or CMUTs, most of previous researches are focused on circular ultrasound transducers and to our knowledge none of the existing models contain both the piezoelectric and capacitive ultrasound operations [19] [20] [21] [22] [23] . Cour et al. modelled CMUTs with square anisotropic plates using the full anisotropic equation and obtained the deflection expression of square plates with less than 0.1% deviation from the simulations in the central deflection [24] . However, there is a lack of analysis focused on the resonance frequency which crucially depends on an accurate calculation of the deflection.
Herein, a novel single-element DFUT without harmonic operations is proposed, in which a small piezoelectric membrane served as the high-frequency PMUT is stacked on a large elastic membrane with a groove served as the low-frequency CMUT. The architecture of the DFUT device is detailed in Section 2. The rest of this paper is organized as follows: in Section 3, the analytical models for the deflection and resonance frequencies are presented, and a lumped-parameter equivalent circuit model for the capacitive-piezoelectric hybrid structure is described. In Section 4, calculation and simulation results are given and discussed in detail. Finally, conclusions are provided in Section 5. The originalities and main contributions in our work can be summarized as follows:
• Through etching a small groove in the center of one elastic membrane, an additional mechanical regime is entered, providing a new high-frequency fundamental vibration mode instead of harmonic modes.
•
Combining the capacitive and piezoelectric ultrasound transducers, a novel single-element DFUT without harmonic operations is designed, with easy and independent controllability of two frequencies.
• Mathematical models and equivalent circuits are described to predict two operating frequencies of this single-element DFUT and optimize the structure for particular applications.
Design of Capacitive-Piezoelectric Hybrid DFUT

Hybrid DFUT Device Concept
A 3D schematic structure (cross-sectional view) of a single DFUT element is shown in Figure 1a . The device mainly consists of one piezoelectric layer, one nonpiezoelectric elastic layer with an inner etched groove, a capacitive vacuum cavity, and three conductive metal layers: top electrode, middle electrode, and bottom electrode. In brief, this DFUT structure is a combination of one conventional CMUT and one typical PMUT stacked on the CMUT. One conventional CMUT is configured for reference as shown in Figure 1b . Through etching a square groove in the DFUT, the central part of the elastic layer is significantly softened, and a thin elastic membrane is left for supporting the piezoelectric layer. As the flexural rigidity of the outer elastic membrane is much larger than that of the central laminated layers, the outer elastic membrane roughly defines the square-shaped clamped boundaries for the central laminated layers. Thus, apart from the basic CMUT operation mode, an additional mechanical regime is entered: only the central piezoelectric laminated layers will vibrate when the DFUT is excited at the resonance frequency of the central laminated layers (named PMUT operation mode). The top and middle electrodes are deposited on the piezoelectric and elastic layers, respectively, and the bottom electrode is formed on the insulating layer. The vacuum cavity is sandwiched between the elastic layer and the bottom electrode, served as the variable capacitor. Combining the capacitive and piezoelectric ultrasound transducers, a novel single-element DFUT without harmonic operations is designed, with easy and independent controllability of two frequencies.  Mathematical models and equivalent circuits are described to predict two operating frequencies of this single-element DFUT and optimize the structure for particular applications. 
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A 3D schematic structure (cross-sectional view) of a single DFUT element is shown in Figure 1a . The device mainly consists of one piezoelectric layer, one nonpiezoelectric elastic layer with an inner etched groove, a capacitive vacuum cavity, and three conductive metal layers: top electrode, middle electrode, and bottom electrode. In brief, this DFUT structure is a combination of one conventional CMUT and one typical PMUT stacked on the CMUT. One conventional CMUT is configured for reference as shown in Figure 1b . Through etching a square groove in the DFUT, the central part of the elastic layer is significantly softened, and a thin elastic membrane is left for supporting the piezoelectric layer. As the flexural rigidity of the outer elastic membrane is much larger than that of 3D schematic structure (cross-sectional view) and operation modes, (a) the capacitive-piezoelectric hybrid DFUT; (b) one conventional CMUT for reference; (c) the low-frequency CMUT excitation form; (d) the high-frequency PMUT excitation form.
Working Principle
A single DFUT element functions as a combination of one independent low-frequency CMUT and one independent high-frequency PMUT, both of which can be used as the transmitter and receiver. When operating in transmitting mode, by applying a low-frequency alternating-current (AC) voltage with the biased direct-current (DC) voltage between the middle and bottom electrodes, the whole elastic membranes will be driven to vibrate under the alternative electrostatic force and emit the acoustic waves into the surrounding medium, whereas, by applying a high-frequency AC voltage between the top and middle electrodes, only the central piezoelectric laminated membranes will deform and vibrate at the thickness-bending mode due to the converse piezoelectric effect, emitting acoustic waves into the surrounding medium. These two forms of electrical excitations in transmitting mode are shown in Figure 1c ,d. On the contrary, by introducing a low-frequency or high-frequency incident ultrasound pressure into the single-element DFUT, the device will operate in receiving mode.
In order to illustrate two different excitation forms of this single-element DFUT, finite element models are created by COMSOL Multiphysics v5.2a to simulate the modal shapes and compared with those of the conventional CMUT. Figure 2a shows the first and higher-order TB modes of the single-element DFUT in the CMUT excitation form and Figure 2b shows the similar TB modes of the DFUT in the PMUT excitation form, compared with the corresponding TB vibration modes of one conventional CMUT for reference as shown in Figure 2c . From the simulation results, it is clearly shown that three rows of TB vibration modes for the DFUT and conventional CMUT have the similar modal shapes. Therefore, the presented DFUT is capable of operating not only at the CMUT operation mode, but also at the PMUT operation mode without any other detrimental overtones disturbing. Aside from the fundamental vibration mode for the PMUT operation, the higher-order vibration modes could also be excited, however, it may not be suggested because they have lower acoustic coupling efficiency and are more likely to be affected by overtones and harmonic distortion. On the other hand, the PMUT operation frequencies of the single-element DFUT can be adjusted by changing the size of the etched groove. When the length of the etched groove gets increased, the resonance frequencies for the PMUT operation will be shifted down, meanwhile, the resonance frequencies for the CMUT operation mode will be shifted up slightly, which will be demonstrated in detail in Sections 3 and 4. Therefore, the high-to-low frequency ratio for the presented DFUT can be realized within a certain range. To analyse two operation frequencies of the single-element DFUT, theoretical modelling, equivalent circuits and more detailed simulations should be performed prior to device fabrication.
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Theoretical Analysis and Modelling
Here the capacitive-piezoelectric hybrid DFUT is considered as a multilayered combination of a large nonpiezoelectric elastic plate with a small square groove inside and a small piezoelectric plate sandwiched between two metal electrodes, as shown in Figure 3 . The structural parameters of this DFUT are defined in the glossary of symbols, as shown in Table 1 . The outer boundaries of the large elastic layer are assumed to be fixed. The thickness-bending mode vibrations of the laminated plates can be induced when a sinusoidal input voltage is applied. Following the assumptions of Kirchhoff plate theory [25] , the coordinate system is selected in a way that the axes x and y are in the middle plane of the laminated plates, whereas the axis z is normal to the middle plane. acoustic coupling efficiency and are more likely to be affected by overtones and harmonic distortion.
On the other hand, the PMUT operation frequencies of the single-element DFUT can be adjusted by changing the size of the etched groove. When the length of the etched groove gets increased, the resonance frequencies for the PMUT operation will be shifted down, meanwhile, the resonance frequencies for the CMUT operation mode will be shifted up slightly, which will be demonstrated in detail in Sections 3 and 4. Therefore, the high-to-low frequency ratio for the presented DFUT can be realized within a certain range. To analyse two operation frequencies of the single-element DFUT, theoretical modelling, equivalent circuits and more detailed simulations should be performed prior to device fabrication.
Here the capacitive-piezoelectric hybrid DFUT is considered as a multilayered combination of a large nonpiezoelectric elastic plate with a small square groove inside and a small piezoelectric plate sandwiched between two metal electrodes, as shown in Figure 3 . The structural parameters of this DFUT are defined in the glossary of symbols, as shown in Table 1 . The outer boundaries of the large elastic layer are assumed to be fixed. The thickness-bending mode vibrations of the laminated plates can be induced when a sinusoidal input voltage is applied. Following the assumptions of Kirchhoff plate theory [25] , the coordinate system is selected in a way that the axes x and y are in the middle plane of the laminated plates, whereas the axis z is normal to the middle plane. 
Motion Equations of the Laminated Plates
According to the Kirchhoff plate theory, the middle plane does not deform along its length and the displacement of any point along the normal line in the direction normal to plate is the same, thus the displacement w, u, and v of the laminated layers in x, y, and z directions can be expressed as [26, 27] :
where w 0 , u 0 , and v 0 are the mid-plane displacements. Considering small deformations, the laminated strains can be written in terms of the mid-plane displacements as follows:
where ε 0 and κ denote the mid-plane strain vector and plate curvature vector, respectively.
Let us consider an element cut out of the laminated plates by two pairs of planes parallel to the xz and yz planes, as shown in Figure 3c . Taking into consideration the small changes of the bending moments (M x , M y ) and twisting moments (M xy ), and vertical shearing forces (Q x , Q y ) acting on the sides of the element when the coordinates x and y change by small quantities dx and dy, the following equations of equilibrium can be obtained:
where q denotes the intensity of the uniform load distributed over the upper surfaces of plates.
After simplification, a single relationship among the three moment components can be found in the following form:
A transversely isotropic material, which includes anisotropic piezoelectric materials like aluminum nitride (AlN), thermoelastic material silicon (Si) and silicon nitride (SiN x ), is chosen as a trial here, which has only five independent elastic constants and three independent piezoelectric coefficients. Note that the interaction between normal stresses and shearing strains, shearing stresses and normal strains as well as shearing stresses and shearing strains can be ignored for the thin plates, the stress-strain relation and piezoelectric coefficients matrix can then be written as [28] :
According to mechanical and electrical boundary conditions that the transverse strain ε z is zero and D z is the only non-zero electric displacement component, the laminated plates will vibrate in the thickness-bending mode and the pertinent piezoelectric equations are given by:
where ε T 33 is the relative dielectric constant of the piezoelectric layer measured under constant stress and electric field E z = V tm/ t p is applied across the top and bottom electrodes in the z direction, V tm is the applied voltage between the top and middle electrodes, t p is the thickness of the piezoelectric layer.
By expressing the stresses σ x and σ y in terms of the strains ε x and ε y using the piezoelectric constitutive equations, and then substituting them into the electric displacement expression, the stresses and electric displacement can be derived as:
where
indicates the 2D cutoff dielectric constant, and k 2 31 = 2d 2 31 /(s 11 + s 12 )ε T 33 ε 0 is defined by the square of the electromechanical coupling factor of the laminated plates.
Starting from Equations (2) and (8), the equilibrium Equation (4) can be written as a differential equation for the deflection w of the laminated plates:
where i denotes the ith layer from the bottom of the laminated layers (1st layer is the elastic layer, 2nd layer is the middle metal electrode, 3rd layer is the piezoelectric layer, 4th layer is the top metal electrode): w| x=0 = w| x=l = w| y=0 = w| y=l = 0 (10) where Γ is the interface between the large elastic plate and piezoelectric plate, defined by the outer boundaries of the piezoelectric plate.
In consideration of the discretization of the flexural rigidity for the laminated plates, the motion differential Equation (9) for the nonpiezoelectric region R 1 and the piezoelectric region R 2 , can be redescribed by Equation (13a,b) , respectively, as:
where D 1 and D 2 are the flexural rigidity of the laminated plates for the integration regions R 1 and R 2 , respectively, m 1 and m 2 are the area plate density, defined as:
Resonance Frequency
Due to the uncertainty of the deflection for the laminated plates, it is extremely difficult to directly determine the resonance frequencies from the motion differential Equation (13a,b). Therefore, the Galerkin method is preferably chosen to solve above equations by combining with the polynomial function to fit the deflection. Under the homogeneous voltage excitation with an electric potential magnitude V and an angular frequency ω = 2πf, the deflection can be assumed to take the form:
w(x, y, t) = W(x, y)e iωt (16) Based on previous trials [29] [30] [31] , the residual stress could be reduced to zero by optimizing the fabrication process though the stress issue is hard to be eliminated in most cases. To simplify the analysis, the free vibration of the single-element DFUT is considered, thus the extra load term is neglected. Then the motion equations of the laminated plates become:
There are a set of determined resonance frequencies for various vibration mode shapes (m, n), defined by the number of modal lines m in the x direction and n in the y direction. For the clamped plates with the boundary conditions as Equations (10) and (11), the overall deflection W(x, y) is expressed by a set of constants A mn and mode-dependent polynomial functions X m (x) and Y n (y), which are set by means of separation of variables:
Sensors 2018, 18, 703
With the polynomial approximation, the Galerkin method can be used to find the approximate solutions for the resonance frequencies of the DFUT [32] . Substituting Equations (18)- (20) into (17a,b), we select the polynomial functions X m (x) and Y n (y) as the weight function, and integration over the non-piezoelectric and piezoelectric regions for the motion equations is done as follows:
where D 3 and m 3 are the flexural rigidity and area plate density of the etched groove when it is filled with the same elastic material, defined as:
Starting from Equation (21), the thickness-bending resonance frequency of the DFUT at CMUT operation can be derived as:
where:
P 11 P 21
Because the integration is performed over the entire region, the modal contours of the DFUT for CMUT operation can be plotted. At the fundamental thickness-bending vibration mode, the relative deflection of the laminated plates is given to be [24, 33, 34] :
where W 0 is the center deflection, α is the plate shape factor, related to the geometric parameters of the DFUT and the orientation of the anisotropic materials. Let us consider a DFUT with the length ratio between the small and large plates of 2/7, the specific structural and material parameters of the DFUT are summarized in Table 2 . The normalized deflection for the whole laminated plates in the x direction is shown in Figure 4a , obtained from the Equation (27) and COMSOL simulations, respectively. Compared with the normalized deflection of the conventional CMUT with the same size, the deviation from Equation (27) is less than 0.1%, whereas the deviation between Equation (27) and simulations for DFUT near the interface Γ reaches to around 4.4%, which may lead to a much larger error in the calculation of resonance frequencies. Therefore, the traditional deflection function for CMUT is unsuitable to the DFUT with an etched groove and a piezoelectric convex plate. To reduce such deviation, the deflection function may be modified as follows:
where f (x, y) is the normalized deflection shape function, variables x and y substitute for x/l and y/l in Equation (27) , β is the plate parameter of DFUT related to the geometric parameters and material properties of the device, ϕ(x, y) is the selecting function and defined by: 
where f(x, y) is the normalized deflection shape function, variables x and y substitute for x/l and y/l in Equation (27) , β is the plate parameter of DFUT related to the geometric parameters and material properties of the device, φ(x, y) is the selecting function and defined by: Based on the modified deflection function, the analytical results are in excellent agreement with the COMSOL simulations (shown in Figure 4a) , with a small difference from simulations less than 0.8% shown in Figure 4c . A zoom-in view on the piezoelectric region is shown in Figure 4b . In the Based on the modified deflection function, the analytical results are in excellent agreement with the COMSOL simulations (shown in Figure 4a) , with a small difference from simulations less than 0.8% shown in Figure 4c . A zoom-in view on the piezoelectric region is shown in Figure 4b . In the further derivation, the fundamental thickness-bending resonance frequency of the DFUT at CMUT operation can be derived by substituting the modified deflection Equation (28) into Equation (21) , as:
On the other hand, the resonance frequencies at PMUT operation can be obtained by assuming that boundaries of the central piezoelectric laminated plates are built-in as they are designed to have a much smaller mechanical flexural rigidity than that of the outer elastic plate. Therefore, only the piezoelectric laminated layers vibrate when excited by a specific high-frequency voltage source. The normalized deflection for the piezoelectric laminated plates in the x direction is shown in Figure 4d , obtained from Equation (27) and COMSOL simulations, respectively. Through applying the same calculation method to the PMUT operation, the fundamental thickness-bending resonance frequency then can be obtained in the form similar to that at CMUT operation:
where D p is the flexural rigidity of the central piezoelectric laminated plates, z p is the distance from the neutral plane to the reference plane of the piezoelectric laminated plates, defined as:
Static Deflection
Starting from Equation (8), the piezoelectric interaction with the plates can be described with the in-plane strain variables ε x and ε y , which are the functions of the deflection. The axisymmetric deflection W(x, y) is the product of the static deflection W 0 times the modified deflection shape function f (x, y). Thus, the electric displacement D z and the coupling energy of the electric Gibbs energy are given by:
where z cp is the distance from the middle plane of the piezoelectric layer to the neutral plane, d 31p , s 11p , s 12p and t p are the piezoelectric coefficient, compliance coefficients and thickness of the piezoelectric plate, t e is the thickness of metal conductive electrodes, V 2 denotes the volume of the piezoelectric laminated plates, I cp is the coefficient, defined by:
Let us take the case that the laminated plates are bent by uniformly distributed bending moments zσ x and zσ y so that the xz and yz planes are the principal planes of the deflection surface of the plates, the strain energy stored in an element is obtained by calculating the work done by these moments on the element in the following form [35] :
By integrating Equation (39) over the entire volume of the plates, the total strain energy of the plates is:
The electrical energy produced when operating at the PMUT operation and CMUT operation, respectively, is given by:
where ε 0 is the permittivity of the vacuum cavity, C ep and C ec are effective capacitance of the DFUT at PMUT and CMUT operation, respectively, V tm is the applied voltage across the top and middle electrodes, and V mb is the applied voltage across the middle and bottom electrodes. Therefore, the complete electric Gibbs energy of the DFUT can be written as [30, 36] :
Then the equivalent spring constant can be obtained by using the Gibbs energy function (44), as:
From Equation (45), a drop in the spring constant and resonance frequency of the DFUT device will be observed as V mb is increased gradually, which is highly in accordance with the spring softening phenomenon reported in [37] [38] [39] . Besides, it also suggests that there is a point at which the effective Sensors 2018, 18, 703 13 of 22 spring constant is zero as V mb is increased and the laminated plates collapses toward the bottom electrode. The collapse point occurs when the pull-in voltage reaches [24] :
Furthermore, we assume that the electric excitation for the PMUT operation is neglected, i.e., V tm = 0 V, by minimizing the Gibbs energy function (44), i.e., ∂G/∂W 0 = 0, the center deflection W 0 of the laminated plates reaches the maximum value and can be yielded as:
The electrical capacitance of the DFUT at CMUT operation, as a function of the plate deflection, can be found:
where C ec1 and C ec2 are the capacitance at zero deflection, t g is the height of the capacitive vacuum cavity, t ge1 and t ge2 are the effective gap height of the capacitors C ec1 and C ec2 , respectively, defined by:
Considering the case that the maximum deflection is far smaller than the effective distance between two metal electrodes of the capacitor, i.e., W 0 << t ge1 < t ge2 , the total capacitance of the DFUT can then be derived, based on the second-order Taylor series expansion approximation:
where g 11 , g 12 , g 21 , and g 22 are defined by:
Then the center static deflection of the laminated plates can be represented by substituting Equation (51) into Equation (48):
Electrical Equivalent Circuits
Starting from Equation (54), the mechanical compliance, equivalent inductance and transformer ratio of the DFUT at CMUT operation can be expressed by: 
Therefore, the frequency response of the DFUT at CMUT operation can be modelled when the mechanical resistance R c of the whole plates is given, and the electrical equivalent circuit model is described in Figure 5a . ratio of the DFUT at CMUT operation can be expressed by: Therefore, the frequency response of the DFUT at CMUT operation can be modelled when the mechanical resistance Rc of the whole plates is given, and the electrical equivalent circuit model is described in Figure 5a . However, when the DFUT operates as one PMUT, the above model will be inapplicable because only the central piezoelectric laminated plates vibrate and generate the acoustic waves when excited over some high-frequency band. Applying the same calculation method, the effective mechanical stiffness at PMUT operation can be derived as: However, when the DFUT operates as one PMUT, the above model will be inapplicable because only the central piezoelectric laminated plates vibrate and generate the acoustic waves when excited over some high-frequency band. Applying the same calculation method, the effective mechanical stiffness at PMUT operation can be derived as:
Similarly, when the mechanical resistance R p of the central piezoelectric laminated plates is given, the mechanical compliance, equivalent inductance and transformer ratio of the DFUT at PMUT operation can be obtained, and the electrical equivalent circuit model for PMUT operation is described in Figure 5b , where Z ac is the acoustic impedance:
Results and Discussion
The analytical calculations and simulations for the single-element DFUT with 70 µm in length are employed as a specific example, in which the theoretical analysis is coded in MATLAB R2015b and the simulation is performed in COMSOL Multiphysics v5.2a. The structural dimensions and material properties of the DFUT can be found in Table 2 . The height of the capacitive vacuum cavity is 500 nm.
By changing the length of the etched square groove, the deflection along the length direction of the large elastic plate can be seen in Figure 6a . Because the central piezoelectric laminated plates are much thinner than the outer elastic plate, they are more likely to produce a large deformation with increasing the length of the groove. However, when the groove is smaller than 10 µm, the central laminated plates will be lifted up by the outer heavy plates and then be compressed downward by the induced stress. Actually, this stress is not high enough to bring a remarkable displacement so that the central laminated plates are a bit flat as shown in Figure 6b , compared with the outer elastic plate. On the other hand, the central laminated plates will be much softened and deflected when the length of the square groove is increased and larger than 15 µm, thus they may produce a larger displacement than the outer elastic plate. The normalized deflection of the DFUT at CMUT operation was mathematically modelled and simulated as shown in Figure 6c , where the plate parameter β used in our proposed model is summarized in Table 3 . It is noticed that there is a deviation of no greater than 3.9% between the theoretical model and simulation, and in fact this deviation will be significantly reduced (≤1%) when the length of the groove is smaller than 30 µm. The normalized deflection for PMUT operation is also analyzed when the length of the groove is changed from 10 to 40 µm, as shown in Figure 6d . It can be seen that the ripples in the outer elastic plate become quite remarkable and their amplitude reaches more than one half of the wave displacement when the length of the groove is larger than 30 µm. This can be explained by comparative mechanical stiffness of the central piezoelectric laminated plates and outer elastic plate, and resultant comparative operation frequencies at CMUT and PMUT operations. Therefore, it is suggested the length of the designed groove should not be larger than one half of the length of the DFUT in order to achieve a desirable dual-frequency operation. The fundamental thickness-bending resonance frequencies of the DFUT for CMUT and PMUT operations were analytically calculated and compared with their corresponding simulations. With various sizes of the square groove, the resonance frequencies for CMUT and PMUT operation are shown in Figure 7a ,b, respectively. It is noticed that the frequencies at CMUT operation increases slightly when the length of the groove changes from 5 to 20 µm, and reaches to the peak value for the groove with 20 µm in length. On the contrary, the frequencies at PMUT operation drops quickly when the length of the groove is smaller than 20 µm, and then falls gradually to about 15 MHz which is very close to the second-order frequency of the CMUT operation when the length of the groove varies from 20 to 30 µm. Besides, when the size of the groove is larger than 30 µm, a remarkable opposite jump can be observed for CMUT and PMUT operations, thereby resulting in an exchange of high-and low-frequency modes. All these may be caused by vibration mode interaction between CMUT and PMUT operations, in consideration that the fundamental frequency at PMUT operation is quite close to the fundamental or second-order frequency at CMUT operation. Moreover, the results from Figure 7a ,b also demonstrate the designed single-element DFUT is capable of generating both low-and high-frequency acoustic waves, and the theoretical calculations for dual frequencies are highly in accordance with the simulations when the length of the etched groove ranges from 5 to 25 µm. The deviation from the simulations is less than 4% (Figure 7c ) and the errors are mainly due to the misshapen deflections and softened boundaries at PMUT operation. Thus, dual frequencies of this DFUT can be achieved predictably and accurately for the groove with a length of no larger than 25 µm. To further illustrate the dual-frequency property of the single-element DFUT, the high-to-low frequency ratio (HLFR) is defined as the ratio of the fundamental resonance frequencies at PMUT and CMUT operations, expressed by Equation (62):
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19 of 21 the displacement sensitivity of 25 nm/Vpp. The reason why the higher-order harmonic signals are comparable to the fundamental signals is that the the etched groove and stacked piezoelectric membrane changes the mechanical characteristic of the whole membrane and results in the asymmetry of the flexural rigidity on the whole plane. Therefore, the dual-frequency ultrasound transducer proposed is also promising to operate over multiple frequency bands in consideration of enhanced second and third vibration modes When the DFUT with the length in 20 μm works as the CMUT, the static voltage characteristic is analyzed with the simulation. For the DFUT with a vacuum cavity height of 500 nm, the pull-in voltage is about 380 V, while it is about 180 V for the DFUT with a 300 nm vacuum cavity, as shown in Figure 10a . Under a small DC voltage VDC (<50% VPI) excitation, the center static deflection of the DFUT is plotted in Figure 10b . Besides, theoretical calculations are conducted for comparison with COMSOL simulations, showing a good agreement with the simulation results. However, the deviation from simulations becomes significant when the applied bias voltage is increased to larger than 90%VPI, this mainly resulted from the second-order Taylor series expansion approximation for the calculation of the central static deflection. 
Conclusions
In summary, a novel single-element DFUT was designed. Through etching a small groove in the center of an elastic membrane, the flexural rigidity of the membrane could be discretized. The outer part without covering the groove has a much larger flexural rigidity than that of the central part, thereby roughly defining the clamped boundaries for the central part and entering an additional mechanical regime: only the central part rather than the whole membrane will deform and vibrate when excited at its resonance frequency. This new regime, working at the fundamental vibration mode, is essentially different from the conventional harmonic/super-harmonic operations. Based on such design, a DFUT could be configured with a nonpiezoelectric elastic membrane with a small groove and a piezoelectric membrane stacked on the top surface, served as the low-frequency CMUT and high-frequency PMUT, respectively. Both the mathematical analysis and COMSOL simulations demonstrate that this configuration could achieve a combination of two independent single-frequency vibration modes. The swept-frequency analysis illustrated that the high-frequency PMUT operation of the proposed DFUT had at least an order-of-magnitude displacement sensitivity improvement compared with the conventional harmonic/super-harmonic operations. In addition, the ratio of two frequencies can be controlled in a wide range of around 2 to more than 20 by changing the dimensions of the groove and piezoelectric membrane. It is noted that this dual-frequency ultrasound operation can be used in any other combination forms, such as pure piezoelectric transducers or pure capacitive transducers. Due to easy controllability of two frequencies, independent optimization for two frequencies, large high-to-low frequency ratio, and easy acoustic impedance matching, the single-element DFUT based device would promote the development of medical imaging and therapy as well as sensing, such as intravascular imaging, 
In summary, a novel single-element DFUT was designed. Through etching a small groove in the center of an elastic membrane, the flexural rigidity of the membrane could be discretized. The outer part without covering the groove has a much larger flexural rigidity than that of the central part, thereby roughly defining the clamped boundaries for the central part and entering an additional mechanical regime: only the central part rather than the whole membrane will deform and vibrate when excited at its resonance frequency. This new regime, working at the fundamental vibration mode, is essentially different from the conventional harmonic/super-harmonic operations. Based on such design, a DFUT could be configured with a nonpiezoelectric elastic membrane with a small groove and a piezoelectric membrane stacked on the top surface, served as the low-frequency CMUT and high-frequency PMUT, respectively. Both the mathematical analysis and COMSOL simulations demonstrate that this configuration could achieve a combination of two independent single-frequency vibration modes. The swept-frequency analysis illustrated that the high-frequency PMUT operation of the proposed DFUT had at least an order-of-magnitude displacement sensitivity improvement compared with the conventional harmonic/super-harmonic operations. In addition, the ratio of two frequencies can be controlled in a wide range of around 2 to more than 20 by changing the dimensions of the groove and piezoelectric membrane. It is noted that this dual-frequency ultrasound operation can be used in any other combination forms, such as pure piezoelectric transducers or pure capacitive transducers. Due to easy controllability of two frequencies, independent optimization for two frequencies, large high-to-low frequency ratio, and easy acoustic impedance matching, the single-element DFUT based device would promote the development of medical imaging and therapy as well as sensing, such as intravascular imaging, photoacoustic imaging, imaging-guided neurosurgery, and HIFU treatments.
